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H301-NIKON-TI-SR 
 

Compatible with the following XY stages  Compatible with the following Okolab Controllers  

¶ Nikon T/Ti -SR ¶ H301-T-BL-PLUS 

¶ UNO-COMBINED-CONTROLLER 

¶ H401-T-DUAL 
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1. Components  and dimensions  
H301-NIKON-TI-SR includes the following components : 

¶ Chamber main body  with embedded temperature sensor  

¶ Sliding heated glass lid  with Indium Tin Oxide ( ITO) conductive coating and embedded temperature  sensor 

¶ Integrated h umidity module . It is not necessary to select an additional humidity module  

Distance between focal plane

and upper side of the glass lid

Chamber top view

Sliding Lid

Chamber Base

Sample Holder -Order Separately

Integrated Humidty Module

 

Figure 1. H301-NIKON-TI-SR - Components and Dimensions. 

2. Sample  Holders  

2.1  Available  Sample Holders  

The following  sample holders are available . 

NOTE: Please contact info@oko-lab.com if you cannot find the sample holder you are looking for. We are constantly 

adding new inserts to the list.  

1x35-M single #1 35mm Petri-dish  

1xGS-M single #1 1x3in. chamber slide 

1xLABTEK-M single #1 Lab-Tek 1in.x2in. chambered cover glass 

1xLABTEK-II-M single #1 Lab-Tek II 1in.x2in. chambered cover glass 

1x60-M single #1 60mm Petri-dish 

mailto:info@oko-lab.com
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1x35 -M single

For #1 35mm Petri -dish

1x60 -M single

For #1 60mm Petri -dish

1xGS-M single

For #1 1õõx3õõ chamber slide

1xLABTEK-M single

For #1 Lab -Tek 1õõx2õõ chambered cover glass

1xLABTEK-II-M single

For #1 Lab -Tek II 1õõx2õõ chambered cover glass

 

Figure 2.Available sample holders.  

3. Available Lids  
The following heated glass Lids are available for H301-NIKON-TI-SR : 

¶ H301-SLIDING-LID: For easy sample loading and pipetting ð Included in code H301-NIKON-TI-SR 

¶ H301-KOEHLER-LID-2*: Reduces chamber height to 23 mm and allows imaging under Koehler illumination  

¶ H301-INJECTION-LID-2*: Heated glass lid with two small openings ( sealed with flexible plastic) allowing inje c-

tion or permanent access to the sample. Compatible only  with sample holder 1x35  

¶ H301-LASER-INTERLOCK-LID-2*: Heated glass lid with safety switch. Connects to laser controller and aut o-

matically turns laser off whe n lid is lifted. Compatible only  with sample holder 1x35  

* OPTIONAL ð not included with  H301-NIKON-TI-SR 
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3.1  Sliding lid  

The Sliding Lid is a heated glass lid allowing for easy sample loading and pipetting. The Sliding Lid is screwed onto the 

chamber. 

Figure 3 shows chamber dimensions with the Sliding Lid. Figure 4 illustrates how to remove Sliding Lid, whe n a diffe r-

ent Lid is necessary. 

NOTE: Sliding Lid MUST BE REMOVED when using any other Lid.  The Sliding Lid is fixed onto the chamber with 4 

screws. Screws location is indicated by letter A in Figure 4 (image 2 and 3). Keep Sliding Lid fully closed to access 

screws labeled A in image 2. Open Sliding Lid to access screws labeled A in image 3. 

Distance between focal plane

and upper side of the glass lid

Chamber top view

Sliding Lid

 

Figure 3. H301-NIKON-TI-SR (Sliding Lid comes as standard) 

1 2 3

Sliding Lid

A

A

Screws M2x6

 

Figure 4. Assembly of the sliding lid  
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3.2  Koehler Lid  

The Koehler Lid is a heated glass lid reducing the chamberõs height to 23 mm and allowing imaging under Koehler i l-

lumination. The Koehler Lid is placed onto the chamber (NO SCREWS or TOOLS are necessary). 

Figure 5 shows chamber dimensions with Koehler lid.  

Distance between focal plane

and upper side of the glass lid

Chamber top view

H301-KOHLER LID-2

 

Figure 5. H301-NIKON-TI-SR + H301-KOEHLER-LID-2 

3.3  Injection Lid  

The Injection Lid is a heated glass lid with two small openings sealed with flexible plastic allowing injection or perm a-

nent access to the sample. NOTE: Compatible with sample holder 1x35 ONLY. The Injection Lid is placed onto the 

chamber (NO SCREWS or TOOLS are necessary). 

Figure 6 shows chamber dimensions with the Injection Lid . 
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Distance between focal plane

and upper side of the glass lid

Chamber top view

H301-INJECTION LID-2

 

Figure 6. H301-NIKON-TI-SR + H301-INJECTION-LID 

3.4  Laser Interlock Lid  

The Laser Interlock Lid is a heated glass lid with a safety switch connecting to the laser controller. It automatically 

turns the laser off when the lid is lifted. NOTE: Compatible with sample holder 1x35 ONLY. The Laser Interlock Lid  is 

placed onto the chamber (NO SCREWS or TOOLS are necessary). 

Figure 7 shows chamber dimensions with the Laser Interlock Lid . 

Distance between focal plane

and upper side of the glass lid

Chamber top view

H301-LASER-INTERLOCK LID-2

 

Figure 7. H301-NIKON-TI-SR + H301-LASER-INTERLOCK-LID 
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4. Insertion of the Sample Feed back Temperature Sensor  
Insert the Sample Feedback Temperature Sensor through the dedicated opening located in the H301-NIKON-TI-SR (see 

Figure 8, Frontal and 3D views).  

1.Frontal view 2.3D view

Temperature Sensor dedicated opening 

Temperature Sensor dedicated opening 

 

Figure 8. Insertion of the temperature sensor inside the chamber.  

5. Insertion of  Sample  Holder  into Chamber  
Sample holders fit into the chamber base and are  held in place by magnets  embedded within both chamber and hold-

er. To introduce a  sample holder with the proper orientation, m atch the red dot  on the holder to the one on the  

chamber base, as illustrated in Figure 9. 

 

Figure 9. Introduction of the Specimen Holder inside the Chamber Base.  

  












